	Instrument
	Feature
	Example
	Qualified by

	Group A
	No measurement capabilities.
	Stirrer
	Visual observation of the equipment performing is function (note, this needs to be documented).

	Group B
	Measurement capabilities. Requires calibration.
	pH meter
	Calibration of the instrument by following an SOP (note, this needs to be documented)

	Group C
	Computerized analysis system.
	HPLC system
	Full IQ/OQ/PQ qualification process


Note: The actual classification of which category an instrument belongs to depends on the complexity and use of the instrument7

